Calibrating Unit
New Standard Solution Report

Equipment Aleotest 7110 MKLI-C Serial No.. ARZL-146
Lascatbnn: WaLL TOWNSHIP POLICE
Calibration File Mo,: (225 Cafib. Date: (9292010 Calib, Mo, 00007
Cenification File No.: 0226 Cert. Date;  09/29/2010 Cert. Moot D0D005
Lincarity File Mo.: o227 Lin. Daate: (972002010 Lin. No,: D005
Solution File No.: 00268 Soin. D 01/22/2011 Soln. Mo 00043
Sevpeential File Mo (00268 File Date: - 015220201
Calibrating LiniL: WET Model Moo CU-34 Serial Mo DDAR-DDES
Contral Solupon %: 0.1005% Expires:  Da/10/20012
Silution Control Lot:  TOFNYS Boctte Moo 0397
Funciton Resule Tirme Temperalure Comnmiend (s
GBAC HH:MM  Simulator (*C) or Error(s)
Armbaenn Alr Blaak 0.000% 21395
Contml 1 EC O, 102%: 211408 34.00°C 3% THST PASSED *%*
Congrol | IR 010015 21405 J4.0°C w8k TEST PASSED we%
Aemblent Air Blank 0005 21418
Comdrl 2 EC 0000 21:415 Ad.0C e TERT PASSED =*¥
Control 2 1R [T 21:418 M00C ek TEST PASSED &5+
Ambiend Asr Blank (000 21:425
Comril 3 EC (. TOHFR 21:435 Moo . TERT PASSED +
Ol 3 1 0, 10T 21:418 3.00C we TEST PASSED e
Ambient Air Blank (100 21445

Al pesis within scoeptible olerance,

O this date. 1 installed the above indicated *NEW SOLUTION® in scordance with
Aleotest 7110 operuor training and proceduncs established by the (NJSPY Chief Forenshe Scientist,

Changed By:

Last Mamet COSTANTINI ML R
)

# First Mame:  JASCN
§ Bagige Moo 152
7 Z [ Date;  01/22/2011
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