". Equipment -,
Location: .

. Calibration File'No. - .
Certification File No.:

.Lm'eanty File No.:
*" Solution File No
Sequentlal F11e No.:

) Cahbranng Unit:
: Control Solution %:

Solution Contro! Lot:

: .Function S

o °Ambrent Alr Blank

" Control 1 EC -
Control 1 IR

" Ambient-Air Blank .

Control 2EC.  » )

ControI 2 IR .

- Amb:ent Air'Blank’

. " Control.3EC *
. Control 3IR. .
Amb:ent Alr Blank

. Alcotest 7110 MKIIIC
"~ WALL; TOWNSHIP POLICE, S e
02086 =7 Calib. Dater10/13/2021 "
02087 Cert. Date: .10/13/2021 -
. 02088 - - . Lin. Date: - 10/13/202] .
"02093 . " Soln.Date: 11/19/2021 "
02093 "File Date:  11/19/2021°
WET Model No.:” ‘CU-34
0.100% : :
20460 .
"Result Time ~° . Temperature
-%BAC HH:MM - Simulator (°C)
0.000% : -10:418 | -
0.100% . 10:428 . 34.0°C
. 0.099%  10:428 * 34.0°C
. 0.0009%  10:43S . v
. " 0.098%  -10:43S ., :34.0°C
' 0.099%. .« .10:438 . . '34.0°C '
St 6.0009 - 10:44S -
0.098%  10:455 *  34.0°C
'0.100%, . 10:458-" ° 34,0°C .-

On this date, 1 mstal]ed the ab0ve mdlcaled "NEW SOLUTION" in acordance thh

»
i,

"A]l tests wnthm acceptable tolerance, '.

- 0.000%

Callbratmg Unlt
New Standard Solutlon Report o

10:458

- Cahb. N().: QOO44 ;
« Cert.No.:. 00034
Lin’No.: 00034
-Soln. No.: 00430°

' sérial No.: DDXB §3-1

Expil:es: ‘10/21/2022
Bottle No.: 1389 .
Comrlnént.('s)
" _or Error(s):

4% TEST PASSED sk

#okk TEST PASSED e

'Senal No ARXA 0037! .

13

x4 TEST PASSED 4

ok TEST PASSED ok

*** TEST PASSED Hodok

##% TEST PASSED 5%

Alcotest 7110 operator tramlng and procedtires established by the (NJSP) Chief Forensw Sc:entlst

H

* Changed By:

Fxrst Name

%@9 |

"

Last ‘Name: IEN&G
Y Slgnature

Badge No.: 168 ' '
Date: 11/19/2021



